There have recently been reports of patients who developed postprocedural symptoms or alterations due to delayed foreign body embolisms observed in imaging findings. Polymer coating of devices have been described as a possible cause of foreign body embolisms, manifesting in delayed granulomatous responses and exhibiting characteristic imaging findings. In four of 4,025 patients who underwent coil embolization in our hospital or its affiliated facilities, similar findings were observed. Delayed lesions appeared between 1 month and 1 year after the procedures. There was extensive edema in the perfusion area of the treated vessels. In two cases examined by contrast-enhanced magnetic resonance imaging, multiple solid enhancing lesions within vasogenic edema were observed. Biopsy revealed a membranous foreign body in a blood vessel with surrounding foreign body granuloma formation in 1 case. Because these findings are similar to those of cases reported previously, they were considered as a foreign body embolism due to coating separations from the devices. Polymer coating separation occurs most frequently from guidewires. Especially if a metal introducer is used, the risk of separation increases. Surgeons should carefully follow the manufacturers' instructions when they use these devices and should acknowledge and report any events that may occur. Although these complications are extremely rare, further studies are warranted of similar cases; and we should prepare and share information on these intravascular devices for wide-scale dissemination in the industry.
Keywords: delayed complications, polymer coating embolism, endovascular treatment, foreign body introduced to endovascular treatment with the ever-increasing advancement in the technology for manufacturing these devices. However, embolisms have garnered considerable attention as complications in endovascular treatment. Asymptomatic embolisms occurred in approximately 24-71% of patients who underwent cerebral angiography or endovascular treatment. 1, 2) Recently there have been reports of patients who developed delayed symptoms and/or alterations in imaging findings due to a foreign body embolism following endovascular treatment. Delayed multiple enhancing lesions with edema were detected following coil embolization. [3] [4] [5] Biopsy revealed granulomatous angiitis encasing foreign material that is similar to hydrophilic coating. 6) We report four cases of patients who developed delayed extensive edema in the perfusion area of the treated vessels, among 4025 patients who underwent coil embolization treatment (including that with PEDs) in our hospital or its affiliated facilities between October 1998 and May 2018, with a review of the literature.
Case Series
The characteristics of this case series are shown in Table 1 . In cases 1 and 2, the patients underwent coil embolization for a ruptured and an unruptured aneurysm, respectively. The patient in case 1 developed postprocedural symptoms of numbness and partial seizures 2 months later, and the patient in case 2 developed postprocedural numbness 1 month later. Magnetic resonance imaging (MRI) revealed edematous lesions in the perfusion area. The symptoms improved with steroids in case 1 and without treatment in case 2. Definitive diagnoses for these two patients were not obtained because other than plain MRIs, contrast-enhanced MRIs or other examinations were not performed, except for a cerebrospinal fluid test in case 1. The details for the patients in cases 3 and 4, who underwent further examinations for scrutiny, were described as being those of representative cases.
Case 3
A woman in her early 60s ( Fig. 1 ) underwent stent-assisted coil embolization for an unruptured aneurysm in the left internal carotid artery (supraclinoid portion). She complained of motor aphasia, dysarthria, and hyposthenia of the right upper limb from 50 days after the procedure. An MRI, 60 days after the procedure, revealed extensive edema in the region of the left anterior parietal lobe. That was well after she had undergone surgery for bladder cancer. Extensive testing was performed because metastatic brain
Introduction
Intravascular treatment is an established therapeutic procedure in the treatment of intracranial aneurysms. Balloons, stents, and pipeline embolization devices (PEDs) have been tumors, lymphoma, infarction, demyelinating disorders and abscesses were suspected based on the past history and imaging findings. There was no rise of tumor marker level in the blood test, and soluble interleukin-2 receptor (sIL-2R) at 218 U/mL was also within the normal range. No inflammatory reactions, the elevation of eosinophils or immunologically abnormal findings, were observed. The cerebrospinal fluid test results showed: slightly elevated values of total protein (TP) concentration 51 mg/dL and cellular count 7/mL, normal glucose at 61 mg/dL, normal myelin basic protein at 31.3 pg/mL, and negative oligoclonal immunoglobulin G bands. From those results, demyelinating disorders such as multiple sclerosis (MS) were ruled out. In the MRI with contrast-enhanced T1-weighted images (T1WIs), multiple nodular enhancing lesions were observed within the edematous lesions. The magnetic resonance spectroscopy (MRS) results of the edematous lesions were as follows. N-acetyl aspartate (NAA) was lowered, and the relative order of signal intensity in the spectrum pattern was: choline (Cho) < creatine (Cr) < NAA. From the results of various tests, tumors, infarction, and abscesses were ruled out. Furthermore, there was no history of allergies or any findings of associations with allergic diseases. Eventually, other diseases were ruled out as well.
Because of the similarity of these findings to those in previous reports, we came to the conclusion that the clinical diagnosis was delayed granulomatous alteration due to a foreign body embolism.
The patient's symptoms quickly improved with the administration of 4 mg of betamethasone and 200 mL of concentrated glycerin solution twice a day. The steroid was gradually reduced. An MRI 1 month after beginning the treatment showed the edematous lesions had improved considerably and the enhancing lesions had begun to disappear. Thereafter, follow-up has been conducted by imaging without revealing any signs of exacerbation.
Case 4
A woman in her mid-50s ( Fig. 2 ) underwent coil embolization with the balloon-neck remodeling technique for a ruptured aneurysm [the World Federation of Neurosurgical Societies (WFNS) grading system classification grade IV] at the right middle cerebral artery bifurcation. Generalized convulsions occurred 1 year after the treatment. MRI exhibited an extensive edematous lesion in the region of the right middle cerebral artery, and contrast-enhanced T1WI revealed multiple nodular enhancing lesions within the edematous lesions. In a cerebrospinal fluid test, except for a slight increase of TP (47 mg/dL), there were no findings suggestive of MS. Despite various tests, the cause of the symptoms was unidentifiable. An anticonvulsant was effective to temporarily alleviate the symptoms. Even after 6 months after beginning the medication, the edematous lesions had not improved, and convulsions occurred repeatedly. Therefore, we biopsied the lesions including the enhancing lesions in the right frontal lobe. Considering the possibility of a malignant lymphoma, steroids were not used. MRS findings of the lesion before the procedure were as follows. NAA was lower. Cho and Cr were higher. And lactate (Lac) was slightly higher than that in the unaffected side.
In the histological examination, findings associated with the chronic inflammation, such as extensive loss of nerve tissues, emergence of irregular gliosis, and the accumulation of lymphocytes around the vessels were detected. Immunostaining revealed that CD20, CD79 a -positive B-lymphocytes, and CD3-positive T-lymphocytes were present in the mixture, and the MIB-1 cell proliferation index was extremely low. Thus, malignant lymphoma was ruled out. A membranous foreign body and foreign body granuloma formation with surrounding multinucleated giant cells were observed in a space that seemed to be in the lumen of the vessels. From these findings, we arrived at a diagnosis of a delayed granulomatous lesion due to foreign body emboli after coil embolization.
As evidenced in the postprocedural MRI, the edematous lesions and enhancing lesions seemed to have improved. Seizures became controllable with anticonvulsants. A metallic patch test was performed because metallic allergies were suspected, but the results were all negative. There was no apparent association with any allergic diseases.
Discussion
Foreign body emboli following cerebral angiography has been described by Silberman et al. 7) Mehta et al. 8) pointed out that the hydrophilic polymer used for devices might be the cause of foreign body embolisms. In 2010 they found a similarity between pathological samples in the hearts and lungs of patients who underwent angiography examinations or therapy with devices, and the hydrophilic polymer of devices examined ex vivo. 9) Furthermore, in pathological findings of three patients that were treated with the pipeline embolization device (PED), foreign body emboli in small vessels were found to be associated with the polyvinylpyrrolidone (PVP) used for the hydrophilic coating of the devices. 10) In addition to those reports, there are several recent reports in which delayed multiple enhancing lesions with perilesional edema were observed after a coiling procedure. [3] [4] [5] 11) In 2008, Fealey et al. 12) reported the results of a biopsy of a patient who developed delayed multiple ring enhancing lesions after coil embolization. The biopsy revealed granulomas and microabscesses, in which polymer filaments were identified. They also reported hydrophilic coating separation might have induced a foreign body granulomatous response or microabscesses. 12) Shapiro et al. 6) also reported granulomatous angiitis encasing foreign material similar to PVP. Collectively, hydrophilic coating could be a cause of foreign body embolisms, and foreign bodies induce delayed granulomatous responses, as shown in characteristic imaging findings.
In an article by Mehta et al., 13) they reviewed 32 cases of patients who exhibited an intracranial polymer reaction after vascular intervention. Among them, delayed symptoms were observed in 12 cases (38%). Most of them developed enhancing parenchymal lesions that were associated with granulomas and/or abscesses on the same side as the procedure. 13) In 2017, Chopra et al. 14) presented a review article on polymer coating embolism. Although concerns are rising yearby-year, case reports that include delayed symptoms are still sparse. Evidentially, their characteristics and clinical manifestations for diagnostics and therapeutic strategies remain to be established.
Delayed complications occurred in about 0.6% of patients that had undergone embolization treatment of aneurysms. In the present study, the incidence rate was 0.1%, observed in four of 4025 patients in our hospital or its affiliated facilities. It is a rare complication, while the actual number of patients with complications could be slightly larger because there might have been some asymptomatic patients.
According to previous reports, lesions have been found several weeks or months after the coiling procedure, in the perfusion area of treated arteries in multiple forms with accompanying vasogenic edema. It is also well known that in contrast-enhanced images, many of the lesions appear solid, but sometimes they exhibit ring enhancement. In the present study, delayed symptoms appeared between 1 month and 1 year after the coiling procedure, and lesions were located in the perfusion area of the treated arteries in all four cases. In two cases, a contrast agent was used and multiple solid enhancing lesions within the edema were observed in both cases, but no images of ring-enhancing lesions were observed.
In case 3, diffusion weighted imaging taken the day after the coiling procedure revealed asymptomatic high intensity lesions scattered in the area proximal to the site where enhancing lesions were detected later in contrast-enhanced imaging. Hydrophilic coating that separate and spread during coil treatment may become a source of a foreign body embolism and cause delayed granulomatous lesions. MRS findings, e.g., a lowered NAA/Cr ratio, a slightly increased Cho/Cr ratio, and a Lac peak, seem to indicate an ischemic state, MS, or acute disseminated encephalomyelitis, reflecting demyelinating lesions and/or an inflammatory response. 11) The patients in cases 3 and 4 were examined with MRS. In these cases, similar findings were obtained, indicating the presence of an inflammatory lesion due to granuloma.
Regarding clinical signs and symptoms, investigators reported that patients commonly developed nonspecific symptoms, such as headache and sense of fatigue, and focal symptoms at the site of edematous lesions. 11, 12) Although asymptomatic cases have been reported previously, 4, 11) all the cases in the present study were symptomatic. There are no standard therapies currently available. There are reports that asymptomatic cases recovered without therapy. For symptomatic cases, convulsive seizures were treated with anticonvulsants. Antibiotics are often administered because the possibility of infectious diseases cannot be ruled out. However, it is considered ineffective.
In all the reports in which steroids were used, a quick recovery of symptoms and efficacy revealed in imaging findings were frequently attained. Steroids are considered as one of the most effective therapeutic options, although an optimal standard regimen including the dosage has not been established. In cases 1 and 3 in the present study, steroids were administered, and the imaging findings improved compared with those of cases 2 and 4, in which steroids were not administered. These results suggest the likelihood that steroids are effective. Shapiro et al. 6) reported that four of five patients had type-I allergies. Descriptions of allergic responses to PVP are also found in other articles, 15, 16) (i.e., pathological conditions of a delayed response might be associated with type-IV rather than type-I allergies). In case 4 in the present study, a metallic patch test was conducted for 17 kinds of metals, for which the results were all negative. Evidentially none of these four cases were associated with allergies.
Polyvinylpyrrolidone, used for many devices as hydrophilic coating material, is likely the most suspected embolic material. A PVP-like foreign body was detected in the pathological findings in a case of a patient who developed a fatal hemorrhage following PED therapy, 10) as well as in another patient, reported by Shapiro et al., 6) who developed enhancing lesions following endovascular treatment.
It has been suggested that one of the factors that cause coating separation, is a tight-fitting catheter system. Especially, when there is a difficult access route to the lesion, intracatheter friction is increased and coating separation tends to occur easily. The devices used in the present study are listed in Table 2 . A coaxial system was used for all the treatments. In case 3, there was a slight difficulty accessing the aneurysm, while it was not especially difficult compared with the other cases.
The amount of separated PVP may be one of the factors for the occurrence rate of embolism including asymptomatic cases. The immune function of each individual patient would significantly be associated to the rate. In 2015, it was reported that the U.S. Food and Drug Administration (FDA) received 500 medical device reports and recall requests from 1 January 2014, claiming hydrophilic and hydrophobic coating separation. 17) The majority of recalls were associated with guidewires. 17) The instruction manual includes a description that the usage of metallic needles and metallic introducer sheaths against guidewires should be avoided, because they are a possible cause of breakdown and cutting. Operating precautions also included remarks about the possible events, e.g., when these devices are used concurrently with metallic devices, the polyurethane resin coating covering the surface of the wire (Ni-Ti alloy) could separate. Furthermore, regardless of the surgeons' knowledge about the possibility that hydrophilic coating of devices separate, metallic introducer sheaths are sometimes used for their convenience during the actual procedure. When a guidewire is inserted, sometimes a visible amount of coating material is separated, which could cause an embolism. Proper usage of each device is recommended and the recognition and reporting of events that occur is necessary.
Histologically, Barnwell et al. 18) first reported a foreign body that looked strikingly similar to the hydrophilic coating on a catheter. Later, Mehta et al. 8, 9) and Hu et al. 10) indicated that hydrophilic coating materials are foreign body embolic sources. Shapiro et al. 6) and Fealey et al. 12) reported that similar pathological findings were obtained in delayed multiple enhancing lesions, indicating that foreign bodies induced granulomatous responses. In case 4 in the present study, biopsy revealed the presence of intravenous membranous material and formation of foreign body granulomas surrounded by many multinucleated giant cells. While it is difficult to prove that the foreign body causing an embolism is actually a piece or pieces of the polymer coating, our findings are similar to and consistent with those in many previous reports. [6] [7] [8] [9] [10] 13, 14) 
Conclusion
Polymer coating embolism from intravascular medical devices has recently begun to attract much attention. Coating materials are used for almost all of the devices used in endovascular procedures. These coating materials could become the cause of foreign body embolisms. Proper usage according to the manufacturers' instructions is important because there is a possibility that improper handling and storage of these devices might increase the risk of polymer coating separation.
Although there were pathological findings in one case in the present study, it was conjectured that all four cases exhibited delayed granulomatous responses due to polymer coating embolisms, determined from clinical symptoms and imaging findings. Even though complications are rare, further more in-depth studies are warranted. Moreover, it is essential that, for large-scale dissemination, we provide and share information with the manufacturers of these intravascular devices.
